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Used VME controls (T. Meyer) to move the integration gate 
through the abort gap.  HV gate was left fixed over the entire 
abort gap.

Integration width was 15 buckets.

Abort Gap Longitudinal Profile
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Issues

Need computer control of shutter for background measurements

Timing jitter

Crosstalk with synclite

Various electronic improvements

Automated calibration?


